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Technical requirements:

1.

ABG anlayser shall work on principle of lon Selective electrodes for
electrolytes and blood gases

ABG anlaysershall measure at least the followingparameters(P02,
PCOZ, pH,Na+,K+,Ca++,Cl-,Hb&HCtalong with 14 Calculated
Parameters + acid base status)

Analyser shall have liquid calibration with provision for
autocalibration and economy modes

4. ABG anlayser shall be FDA/CE/TUV certified.

. Results of analyser shall pass IQC/EQA quality requirements during
routine use.

6. Equipment shall have RS 232 for interfacing with laboratory or

hospital information system.

Terms and conditions:

1.

2.

Bidder shall supply, install, operate and maintain a brand new ABG
Analyseron cost per test Basis.

The bidder shall quote cost per test (inclusive of all taxes) per sample.
The bidder with least quote shall be awarded the contract.

Test (for billing) is defined as “the test conducted on patient
samples”. Test count shall not include tests run for calibrations and
quality control runs.

The number of tests performed every month shall be counted as per
the test counter in the machine on the last working day of the month.
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5. Péyment will be made on monthly basis after receiving the bill from
the bidder consisting of Number of tests. Test count shall be based on
equipment raw data.

6. Bills shall be verified and certified by respective Head of the
departments, Resident Medical Officer and shall be countersigned by
Medical Superintendent.

7. In case of breakdown of equipment / break of services due to any
reason vendor should rectify the problem within 24 hours.

8. Bidder shall provide 1Q, 0Q PQ documents, calibration and validation
certificate as per regulatory requirements.

9. Bidder shall provide adequate training for end users at inception and
as and when needed.

10. Contract shall be for the duration of one year from the date of
commission of services. The contract may be renewed on mutually
agreed terms and conditions after the completion of One Year
contract.

11. The machine remains the property of the bidder and shall be taken
back after completion of the contract period.

12. Bidder shall install the machine within one month from the date of
award of the contract.

13. Bidder shall be responsible for supply of all reagents consumables
calibrators spares at no extra cost and also shall be responsible for
comprehensive maintenance of the equipment during entire period of
contract.

14. Bidder shall provide compatible UPS and shall maintain the
same.
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